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 A prototype measurement of rainfall intensity was developed using a CCD 
TSL1401CL linear sensor array. The prototype consists of a He-Ne laser that 
functions as a light source, which later is focused by the beam expander and 
conditioned by a convex lens. Each pixel will receive the same voltage 
depending on the light intensity so that it produces a decimal value of ADC. 
This ADC decimal value determines rainfall intensity based on the diameter 
and velocity of the raindrops. The diameter variations used ranges from 1 mm 
to 10 mm, while for variations in the height of rainfall are 50 cm, 100 cm, and 
150 cm. The test results proved that the greater the decimal value of the ADC 
is, the smaller the diameter of the raindrops detected will be, and vice versa. 
The values of the diameter and velocity of were used to obtain the value of 
rainfall intensity. The percentage value of error measuring rainfall intensity is 
3.11% when compared to the rain gauge module is still considered rather 
accurate. However, direct testing is still needed when rain falls with various 
types and intensities.   









1. INTRODUCTION  
Rain is part of the hydrological cycle and is strongly influenced by climate. Rain is a 
hydrometeor that falls in the form of water particles with a diameter of 0.5 mm or more (Maulidani,  
2015). Rain reaching the ground surface can be measured by measuring the rainwater's height based 
on the volume of rainwater per unit area. The results of these measurements are called rainfall 
(Perdana et al., 2015), while the amount of rainfall in a unit of time is called the rainfall intensity. 
Rainfall intensity can be observed through raindrops with several parameters such as diameter, 
velocity, amount, and shape of raindrops (Kolte and Ghonge, 2016). 
The diameter of the raindrops can be measured using several methods such as the staining 
method (the measurement of the stain on the dyed absorbent paper (Abudi et al., 2012)), the flour 
pellet method (the measurement of raindrops that get into the finely filtered flour and produced a 
dough pellet) (Junior et al., 2011), and modern methods (techniques for measuring raindrops 
automatically) (Sadeghi, 2013). The staining method and flour pelleting are based on observation; 
therefore, the data recording was performed manually, while in the modern method, the rainfall 
measurements are performed automatically. The modern methods utilize modern equipment such as 
electromechanical sensors (Abdullatif et al., 2012), electrostatic sensors (Muliantara et al., 2015), and 
optical detectors (Havizzullah et al., 2019; Awaluddin et al., 2019; Satriadi et al., 2020). 
Several companies have developed modern equipment for rainfall measurement. These tools 
become references in determining the parameters of raindrops. Liu et al. (2013) had tested on tipping 
bucket rain gauge (TBRG), weighing rain gauge (WRG), optical rain gauge (ORG), present weather 
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detector (PWD), Jos-Waldvogel detector (JWD), and 2-D video distrometer (2DVD). The test results 
proved that there were differences in the number of raindrops recorded by each instrument. The error 
percentage obtained ranged from 0% to 27%.  The optical instrumentation tools were more accurate in 
detecting raindrops when there was light rain with a small diameter (D <0,3 mm). The study also 
proved that the greater the event's diameter and time, the greater the rainfall intensity detected by the 
tool. Petru and Kalibova (2018) conducted a study using Thies Laser Precipitation Monitor 
(disdrometer) to measure the diameter, intensity, and kinetic energy of raindrops. The test results 
proved that the smaller the diameter is, the smaller is the raindrop's kinetic energy. However, the value 
of the rainfall intensity produced was greater as the frequency of occurrence increases. Later, Martinez 
et al., (2018) conducted an experiment testing raindrops by combining two types of optical 
disdrometers with two units of thies clima LPM and two units of OTT parsivel
2
. The tests were carried 
out by operating the four disdrometers simultaneously for two years. The test results proved that thies 
clima LPM detected more number and diameter variation of grain than OTT parsivel
2
. The resulting 
data causes differences in the value of rainfall intensity detected by the two devices. 
Measurement of raindrops using tools designed by the companies mentioned earlier has 
several limitations, such as the relatively high price. In addition, not all devices can directly measure 
the diameter, velocity, and number of raindrops. Therefore, it is necessary to develop tools that yield 
various parameters of raindrops. 
The tools for measuring raindrops have been developed using optical detectors (Havizzullah et 
al., 2019; Awaluddin et al., 2019; Satriadi et al., 2020). An optical detector can measure the raindrops 
based on imaging and scattering techniques. Havizzullah et al., (2019) developed an imaging 
technique using the Laser Speckel Imaging method with a forward scattering approach. The 
measurements were made using water dropped from a container with various pore diameters at 
different heights. The measurement of raindrops detected was only one grain per trial. Thus this 
method cannot be applied directly to see the overall raindrop image. Furthermore, scattering 
techniques had been developed using photodiode arrays (PDAs) and nRF24L01+ transceivers 
(Awaluddin et al., 2019). The photodiode array produced the rain measurement point more than one, 
so the measurement system was more accurate. But in this research, the photodiode array circuit 
design was tested manually so that the output voltage when the laser hit the photodiode array before 
being dropped by the rainwater kept changing (not stable). In addition, the output voltage when the 
sensor hits the rainwater produced less data, and there was no image of raindrops that occur. The 
scattering technique was also applied by using a Spectro pluviometer in determining the diameter and 
velocity of raindrops (Satriadi et al., 2020). This Spectro pluviometer was equipped with an infrared 
sensor as a wave transmitter and a photodiode as a wave receiver. The test proved that the greater the 
output voltage produced, the smaller the sensor's diameter will be. However, this condition is in 
reverse proportion to the greater velocity of raindrops. The research still has shortcomings as the tests 
were only up to 5 mm in diameter, and there were no parameters of the terminal velocity of the 
raindrops. Therefore, the tools used to measure the diameter and velocity of raindrops with various 
variations were expected to be developed to determine the rainfall intensity.  
Based on the limitations of the research result tested by several previous kinds of research, the 
development for tools to measure rainfall intensity using a CCD TSL1401CL linear sensor array was 
carried out. The measurement system for rainfall intensity utilized a CCD TSL1401CL sensor consist 
of a He-Ne laser, beam expander, convex lens, and CCD TSL1401CL sensor. This method has 
advantages in detecting raindrop parameters, such as the diameter, voltage value, velocity of rainfall, 
and rainfall intensity, in order to conduct an overall monitor of rainfall. 
 
 
Figure 1 The hardware design of a water droplet detection system used CCD TSL1401CL 
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Figure 2 Scheme of diameter detector and the velocity of the raindrops 
2. METHOD  
The design of prototype hardware to measure the rainfall intensity using a CCD TSL1401CL 
can be seen in Figure 1. The raindrops pass through the CCD TSL1401CL so that these water droplets 
become input data to produce the values of the diameter, voltage, velocity, terminal velocity, and 
rainfall intensity. 
The rain detector design includes a He-Ne laser, beam expander, convex lens, CCD 
TSL1401CL circuit, and Arduino Uno. The He-Ne laser was used as the light source with a 
wavelength of 632.8 nm. When the light was emitted, the light was focused by the beam expander and 
conditioned by a convex lens so that it goes to the sensor element. Each pixel will receive the same 
voltage depending on the intensity of the light. The amount of charge obtained at each pixel was 
directly proportional to the light intensity and integration time. The sensor will pass each pixel value 
to the analog output terminal (AO) one at a time until all the pixels were released. 
After designing the device, the He-Ne laser was tested with the CCD TSL1401CL. The testing 
process was carried out by positioning the CCD TSL1401CL to precisely receive the He-Ne laser 
running light. The values of the output voltage detected by the CCD TSL1401CL determine the sensor 
detects the light intensity. The scheme for detecting the diameter and the velocity of the raindrops 
showed in Figure 2. 
The diameter of the raindrops can be determined manually by assuming that the raindrops are 
round-shaped. The velocity of raindrops can be determined by the equation of free-fall motion 
regardless of air resistance. The velocity of rainfall can be determined in Equation (1). 
     2
j
v gh=                                                                (1) 
where vj is the velocity of falling raindrops (m/s) to j, g is the acceleration of gravity (m/s
2
), and h is 
the height of falling raindrops. By height means the height of falling artificial raindrops that were 50 
cm, 100 cm, and 150 cm. 
Data in the form of raindrops diameter from model results were obtained from the transfer 
function between the voltage value and the raindrops model. The terminal velocity of the raindrops 
was obtained from Equation (2). 




De                   (2)                            
where vD is the model terminal velocity (m/s), and D is the diameter of the model raindrop (mm). 
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Figure 3 The graph of the relationship of the output voltage to the diameter of the raindrop model 
The diameter of the raindrops from the model can determine the value of rainfall intensity. 
The rainfall intensity was calculated using the equation on the disdrometer (Parsivel). The size of the 
grains and the velocity of falling raindrops were grouped into 32 classes. Thus the total spectrum 
contained in the program was 1024 classes (32 x 32). DSD was calculated together with the rainfall 
intensity value using Equation (3), determined by the tool development company. 














= ∑ V        (3) 
where t is the observation time for one minute, n is the number of grains in class i, and Di is the grain 
diameter in class i (Marzuki et al., 2013) 
The rainfall intensity value was analyzed to determine the accuracy level of the measurement 
system that has been conducted. The accuracy was the level of conformity or closeness measurement 
result to the actual value. The system's accuracy can be determined from the error percentage between 
the actual and the visible value (Equation 4). 







= ×                             (4) 
where ε indicates the error percentage value, Yn is the actual value on the comparator, and Xn indicates 
the value that appeared on the measuring instrument. 
3. RESULTS AND DISCUSSION  
3.1 The Testing of CCD TSL1401CL Linear Sensor Array with Raindrops Model 
Figure 3 shows the results of the CCD TSL1401CL test with the raindrops model. The 
diameters of the raindrops used range from 1 mm – 10 mm. This test was conducted to produce a 
relationship graph of the voltage value to the rain grain diameter model. The voltage value of the CCD 
TSL1401CL was inversely proportional to the raindrops' diameter, with the transfer function y = -
0.1218x + 5.1835. The variable y was the physical quantity for the voltage value, while the variable x 
was the quantity for the diameter. The transfer function states that every 1 mm change of diameter 
would affect the result in a change of the voltage value of 0.1218 V. The value of 5.1835 V was the 
offset value which states that the initial voltage of the CCD TSL1401CL when the diameter was zero 
5.1835 V. Value of 0.9422 was the regression. Regression values closed to 1 proved that the 
measurement was close to the true value. 
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Figure 4 The graph model of raindrop diameter (a) 1 mm (b) 2 mm (c) 3 mm (d) 4 mm (e) 5 mm (f) 6 mm (g) 7 
mm (h) 8 mm (i) 9 mm (j) 10 mm 
Figure 4 shows a graph of the raindrops model producing an output signal in an ADC decimal 
value. When the laser's light did not hit the raindrops as a barrier, it produced a bright phase with a 
value of above 1000. When passing through the barrier, there was a dark phase characterized by a 
downhill line.  The phase change was due to a change in light intensity received by the CCD 
TSL1401CL sensor, resulting in analog voltage. The changed of ADC decimal value becomes a 
reference to determine the raindrop's diameter. 
3.2 Raindrop Velocity Testing 
Raindrops velocity testing was tested by observing the output voltage and diameter of the 
raindrops. The detected velocity values consist of fall velocity and terminal velocity of raindrops 
derived using Equation (1) and Equation (2) and given in Table 1.  
 
Figure 5 Testing of the designed rain detectors against rain gauge 
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1 844 4.979 1018.759 1.676 3.162 5.881 
2 758 4.914 1005.361 2.213 3.162 6.920 
3 602 4.674 956.325 4.182 3.162 8.812 
4 594 4.494 919.553 5.658 3.162 9.304 
5 469 4.059 830.400 9.237 3.162 9.610 
6 430 3.584 733.273 13.135 3.162 9.646 
7 406 3.331 681.596 15.210 3.162 9.649 
8 352 2.563 524.444 21.518 3.162 9.650 
9 289 1.985 406.189 26.265 3.162 9.650 
10 156 1.222 250.000 32.535 3.162 9.650 
1000 
1 1078 4.980 1018.993 1.666 4.472 5.860 
2 945 4.916 1005.736 2.198 4.472 6.896 
3 906 4.770 976.043 3.390 4.472 8.303 
4 750 4.595 940.135 4.832 4.472 9.083 
5 617 4.270 873.709 7.498 4.472 9.535 
6 609 3.991 816.654 9.788 4.472 9.621 
7 602 3.873 792.338 10.764 4.472 9.634 
8 563 3.471 710.111 14.065 4.472 9.648 
9 461 3.021 618.000 17.763 4.472 9.650 
10 430 2.511 513.782 21.946 4.472 9.650 
1500 
1 1336 4.981 1019.146 1.660 5.477 5.846 
2 1188 4.918 1006.178 2.181 5.477 6.866 
3 930 4.817 985.622 3.006 5.477 7.953 
4 758 4.681 957.711 4.126 5.477 8.784 
5 664 4.552 931.329 5.185 5.477 9.191 
6 648 4.431 906.566 6.179 5.477 9.397 
7 633 4.310 881.827 7.172 5.477 9.511 
8 586 4.143 847.693 8.542 5.477 9.589 
9 469 4.015 821.450 9.596 5.477 9.617 
10 445 3.885 794.842 10.664 5.477 9.633 
 
When the raindrops' diameter was the same, and the height of falling raindrops was higher, 
then the time of raindrops and voltage were showed greater output. If the diameter was bigger and the 
height of raindrops was the same, then the time of raindrops and the output voltage will get smaller. 
Thus, the bigger the raindrops' diameter, the greater the velocity of the grain terminal will be. The data 
also proved that at the height of 150 cm, the values of diameter, terminal velocity, and the fall velocity 
of raindrops were closer to the actual value compared to the height of 50 cm and 100 cm. 
The results of tests conducted according to the test graphs carried out by Satriadi et al., (2020) 
proved that there is a relationship between terminal velocity and raindrops diameter. The study's result 
suggested that the raindrops diameter of 0.5 cm showed 914 cm/s terminal velocities, whereas the 
research that had been carried out produced a terminal velocity of 9.610 mm/ms or 961 cm/s with a 
diameter of 5 mm. 
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Based on the data obtained, obtained data, it can be concluded that the terminal velocity was 
directly proportional to the diameter of the raindrop. The terminal velocity influences the diameter of 
the raindrop. The greater the diameter is, the greater the terminal velocity will be. 
3.3 Test Results for Rain Detection Devices Designed against Rain gauge Module 
Comparators 
The tool test was examined by looking at the accuracy of the rain detector designed. The test 
was performed by comparing the measurement device designed with the rain gauge module. The 
raindrop model's diameters were the same in every condition, which was 3 mm and 4 mm, and the data 
retrieval time was 1 minute. 
Figure 5 shows the results of testing a rain detector that was designed against a rain gauge. 
The rainfall intensity in the tool designed was 0.982 mm/minute, while the intensity in the rain gauge 
was 1.012 mm/minute. The rainfall intensity that is greater than 1 (R > 1) signifies heavy rain. The 
error percentage between the designed rain detector and the rain gauge was 3.11%. The tool system 
was designed using the optical principle while the rain gauge applies the magnet principle. However, 
the error percentage of 3.11% can be considered rather accurate because the research conducted by Liu 
et al. (2013) with some rain gauges had an error rate of 0% to 27%. Thus, it can be concluded that the 
tool designed is considered successful in detecting raindrops. 
4. CONCLUSION  
This research had successfully developed a rainfall measuring instrument using a CCD 
TSL1401CL. It can be seen from the accuracy of the measurement for the diameter, fall velocity, and 
rainfall intensity. The greater the ADC's decimal value, the smaller the diameter of the raindrops 
detected will be. The value of the velocity of the raindrop obtained was close to the value obtained by 
Satriadi et al. (2020). The diameter values and the velocity of rainfall were used to acquire rainfall 
intensity values. The error percentage value of rainfall intensity was 3.11% when compared to the rain 
gauge module. However, direct testing is still required when rain falls with various types and 
intensities. 
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